State of North Dakota )
)ss
County of Burleigh )

I, Margaret A. Pearson, do hereby certify that | am a duly-appointed State Toxicologist for
the State of North Dakota and an official custodian of the records and files of the office
thereof, that | have carefully compared the

APPROVED METHOD FOR OPERATING THE INTOXILYZER S-D5 (7-1-08)

hereto attached with the respective original as the same appears of record on file in the
Toxicology Laboratory in the County of Burleigh, North Dakota, and find the same to be a
true and correct copy thereof and of the whole thereof. In witness whereof | have set my
hand at the city of Bismarck, in said county this:

/ day of giﬁén,/ 208
7y

&/W%/%W "

Margaret/A. Pearson, State Toxicologist

State of North Dakota }
)s
County of Burleigh

On this / day of OA‘}/ . /%//F , before me personally

appeared Margaret A. Pearson, khown tg/me to be a State Toxicologist for the State of
North Dakota, acknowledged o me that-he/she has executed the same.

Subscribed to and sworn be cﬁe)ne this:
el 'n el %"‘ ,.: »&s_-»ﬁ"‘—"_muﬁﬁm:;
w;/ day of, Y ), M ? e

Cindy Leingang, Nota ’Public Sta &lof Norti Dakota
My Commission Expires Jantary 11,/2011 (SEAL)



OFFICE OF ATTORNEY GENERAL
Crime Laboratory Division

2635 East Main Avenue TEL 701-328-6159
P.O. Box 937 TEL 800-296-2054
Bismarck, North Dakota 58502-0937 FAX 701-328-6185
July 1, 2008
SCREENING TESTS

The following device and method are approved to conduct onsite screening tests under sections
20.1-15-15 and 39-20-14 of the North Dakota Century Code for the purpose of estimating the alcohol

content of a person’s blood.
DEVICE

The Intoxilyzer® S-D5, manufactured by Lion Laboratories, Ltd., Barry, South Glamorgan, Wales,
United Kingdom, and CMI, Inc., Owensboro, KY, United States, is approved for the administration of
onsite screening tests to estimate the alcohol content of a person’s blood.

APPROVED METHOD FOR OPERATING THE INTOXILYZER® §-D§

1. Ascertain that the subject has had nothing to eat, drink, or smoke within three minutes prior to
the subject providing a breath sample.

2. Turn the instrument on by depressing and releasing the button “B” (bottomn button).

3. The display will read flashing “8” followed by “.” while the instrument initializes. The display will
show a steady “." followed by “.bLo” and then a flashing “.” after about 15 seconds.

4. Attach a mouthpiece.

5. Instruct the subject to blow steadily into the mouthpiece for as long as possible or until told to
stop. The display reads "FLo" while the subject is blowing. The operator should tell the
subject to stop blowing when the alcohol concentration is displayed.

6. If “Yol” or “Suc” is displayed, the S-D5 will automatically clear the detector. When the
instrument clears the detector and cycles back to flashing “." indicator, ask the subject to
repeat blowing into the mouthpiece.

7. If the instrument does not capture the sample automatically, the operator may manually
capture a breath sample by depressing and releasing button “A” (top button) midstream
through the breath sample.

8. When the subject's sample has been analyzed and displayed, the operator may turn off the
Intoxilyzer® S-D5 by pressing and holding-in the button “B” (bottom button) or allowing the
instrument to turn off automatically.

8. Discard the mouthpiece.

A test administered according to this operating procedure, or the manufacturer's Operator's Gui Q,)‘BBH

the Intoxilyzer® S-D5 device, shall be deemed to be in accordance with the Approved Me::%g& %Q%
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